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Imaging of tumor angiogenesis in rat brains in
vivo by photoacoustic tomography
Geng Ku, Xueding Wang, Xueyi Xie, George Stoica, and Lihong V. Wang
Green laser pulses at a wavelength of 532 nm from a Q-switched Nd:YAG laser were employed as
irradiation sources for photoacoustic tomography (PAT). The vascular structure of the brain was imaged
clearly, with optimal contrast, because blood has strong absorption near this wavelength. The photo-
acoustic images of rat brain tumors in this study clearly reveal the angiogenesis that is associated with
tumors. Brain tumors can be identified based on the distorted vascular architecture of brain tumorigen-
esis and related vascular changes, such as hemorrhage. This research demonstrates that PAT can
potentially provide a powerful tool for small-animal biological research. © 2005 Optical Society of
America
OCIS codes: 170.5120, 170.3880, 170.0110.
1. Introduction
Photoacoustic tomography (PAT) is a nonionizing im-
aging modality for visualizing biological tissues with
high optical contrast and high ultrasonic resolution.
PAT is based on the measurement of laser-induced
ultrasonic waves. This imagingmodality has contrast
similar to that of pure optical imaging and spatial
resolution similar to that of pure ultrasonic imaging.
Therefore PAT combines the advantages of two im-
aging modalities in a single modality.
The laser-induced ultrasonic signals from a biolog-
ical sample depend on the optical absorption in the
sample to reveal the structure of the tissues based on
optical contrast. Under illumination by green laser
light at a wavelength of 532 nm, the optical absorp-
tion of whole blood is much stronger than that of
other tissues: The absorption coefficient of human
blood at this wavelength is nearly 200 cm1, which is
almost 10 times higher than that of epidermis and
nearly 500 times higher than that of dermis.1 There-
fore blood generates strong photoacoustic signals and
manifests high image contrast, causing the vascula-
ture in organs to stand out prominently in photo-
acoustic images. Besides optical absorption, the
thermal and elastic properties of the tissues also af-
fect the strength of photoacoustic signals. Therefore
physical changes, such as density in a tissue, can be
reflected in photoacoustic images. The increased den-
sity of tumor-bearing tissues is most likely due to a
passive mechanism referred to as the enhanced per-
meability and retention effect.2 In this paper, how-
ever, we focus solely on the optical contrast that is
due to high hemoglobin absorption.
The arrangement of the ultrasonic detector(s)
about the region of interest determines the imaging
mode and the reconstruction algorithm. For in vivo
detection of tissue structures under the skin, the ul-
trasonic transducer can be placed, or scanned, on the
skin.3,4 Hoelen and de Mul achieved photoacoustic
imaging of vasculature by employing a planar scan of
an ultrasonic transducer.5 Their images, which were
reconstructed by use of a delay-and-sum algorithm,
presented depth resolution better than 20 m and
lateral resolution better than 200 m. A single fo-
cused ultrasonic transducer can provide one-
dimensional images along the ultrasonic axis, and
scanning the transducer linearly over a sample can
provide two-dimensional images. In this imaging con-
figuration, the image resolutions are determined by
the focal parameters and the bandwidth of the ultra-
sonic detection system that is employed.6,7 Recently,
Kolkman et al.8 developed a double-ring detector,
which improved the detection directivity, to image
veins proximal to the wrist in humans. The feasibility
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of imaging small, deeply embedded tumors was also
studied by Esenaliev et al., who used tissue phan-
toms.9 Oraevsky et al. used photoacoustic imaging to
detect ductal–lobular carcinoma in the human
breast.10 Using a single ultrasonic transducer to scan
circularly about a small-animal head, Wang et al.11,12
and Ku et al.13 reconstructed clear photoacoustic im-
ages of the cortical vasculature in the brain in vivo
with high spatial resolution and high optical con-
trast.
Studies in oncology have shown that angiogenesis,
which refers to the formation of new blood vessels
within a tumor or the growth of blood vessels between
a tumor and its surrounding tissues, plays an impor-
tant role in tumor growth and metastasis.14 Angio-
genesis constitutes an important control point in the
progression of cancer. It has also been proposed that
the low metastatic activity of some in situ tumors
may be related to the inability of these tumors to form
these new vessels.15,16 There is continued interest in
the development of in vivo animal models of brain
metastasis to help further the understanding of the
mechanisms that underlie the spread of tumors and
to develop more-effective therapies. Unique anatom-
ical and physiological properties of the brain may
require special considerations for the design of effec-
tive therapies for use against metastases in this or-
gan. Brain metastatic cells may be sheltered from the
effects of some therapeutic agents or immune effector
cells by the blood–brain barrier or by specific prop-
erties of the brain’s microenvironment. Furthermore,
some of the consequences of treatment-related com-
plications, such as edema and hemorrhage, are more
serious in the brain than in other organs. Based on
these specific peculiarities of the brain, a noninvasive
imaging modality such as PAT is desirable to permit
continuous monitoring of the dynamics of the meta-
static process and of a tumor’s therapeutic paradigm
in the same animal.
In this paper we demonstrate both ex vivo and in
vivo photoacoustic imaging of brain tumors associ-
ated with angiogenesis in a rat animal model. The
imaged vasculature is underneath the scalp and
skull, within a few millimeters from the laser-
illuminated surface. All the photoacoustic images are
compared with photographs or the histology of the
samples, which were taken after the photoacoustic
imaging. To acquire high-quality images with spatial
resolutions of various scales, we employed multiple
ultrasonic transducers of different bandwidths to
scan the rat brain simultaneously and then recon-
structed the images by using the data acquired
through each transducer independently. The photo-
acoustic images of both the normal vasculature and
the tumor angiogenesis detected by the different
bandwidths are compared.
2. Experimental Setup
The experimental setup of PAT for rat brain tumor
detection is shown in Fig. 1. The laser light at a
wavelength of 532 nm from a Q-switched Nd:YAG
laser (Brilliant B, BigSky), operating at the second
harmonic wave, is employed as the irradiation
source. The laser pulse width is 6.5 ns, and the pulse
repetition rate is 10 Hz. The laser beam is expanded
by a concave lens and homogenized by a ground glass
to illuminate the rat head from its top. The pulse
energy density on the sample surface is controlled to
20 mJcm2, which is the “maximum permissible ex-
posure” for human skin at a wavelength of 532 nm,
according to the ANSI standard.17
The photoacoustic system has three detection
channels that can receive photoacoustic signals
through three ultrasonic transducers independently.
The ultrasonic transducers (V383, XMS-310, and
V316-N; Panametrics) have central frequencies of
3.5, 10, and 20 MHz, respectively. The nominal band-
widths of these three transducers are 50–80% of
their central frequencies. The diameters of the active
areas are 10, 2, and 3 mm for the 3.5-, 10-, and
20-MHz transducers, respectively. The spatial reso-
lution within the imaging plane appeared to be ap-
proximately 210, 60, and 30 m for the 3.5-, 10-, and
20-MHz transducers, respectively.13 The transducers
convert the laser-induced photoacoustic energy into
electrical signals. The electrical signals are amplified
by amplifiers (ZFL-500LN; Mini-Circuits) and fil-
tered by homemade filters that correspond to the cen-
tral frequencies and bandwidths of the ultrasonic
transducers. An oscilloscope with four channels
(TDS-540A; Tektronix) is employed to digitize the
three channels of photoacoustic signals simulta-
neously. A LabView program controls the laser firing,
the scanning of the transducers, and the data acqui-
sition.
Each transducer is mounted upon a post and con-
nected to a rotational apparatus such that circular
scanning in the horizontal plane about the sample
can be implemented. The rotational apparatus
mounted upon a bearing is driven by a step motor
(MD-2; Arrick Robotics). The normal of the active
surface of the ultrasonic transducer is aligned per-
pendicularly to the rotational axis of the circular
scanning. We typically complete a full view of a 2
circular scan with 240 steps (1.5°/step). The entire
horizontal scanning section is connected to an up-
right translation stage. Hence this section of the sys-
Fig. 1. Experimental setup of PAT for rat tumor imaging.
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tem can be manually adjusted vertically to align the
scanning plane with the cross section of interest.
For coupling the photoacoustic signals from the
sample to the ultrasonic transducer, the transducers
are immersed in a tank of water. The rat head is
allowed to protrude into the water tank through a
hole in the bottom of the tank and is insulated from
the water by a piece of clear polyethylene membrane
covering the hole. Sprague Dawley rats of 100–200-g
bodyweight are employed in the imaging experiment.
General anesthesia is administered to the rat by an
intramuscular injection of a mixture of ketamine
hydrochloride 44 mgkg, xylazine hydrochloride
2.5 mgkg, acepromazine maleate 0.75 mgkg,
and atropine 0.025 mgkg. The initial anesthesia is
maintained as required with an additional half-dose
of the intramuscular agents. During the procedure
the rat is placed on a water-circulating heating pad
(Gaymar T/pump, Gaymar Industries), and addi-
tional heat is provided by an overhead surgical lamp.
Before the photoacoustic imaging, the hair on the
rat’s head is removed gently with hair-remover lo-
tion. During the data acquisition, pure oxygen is pro-
vided to the rat for breathing, and its arterial blood
oxygenation SpO2 level and heart rate are moni-
tored by a pulse oximeter (8600V; Nonin) with the
fiber-optic probe wrapped around the rat’s paw. The
SpO2 level was near 90% and the heart rate was close
to 350 beats/min throughout the experiment, which
shows that the rat was in good condition.
To perform the PAT imaging we used a rat animal
model that was previously developed by Hall and
Stoica.18 The applied rat mammary adenocarcinoma
cell line Br7-C5 preferentially metastasizes to the
brain when the tumor cells are inoculated via the left
ventricle (106 cells in 0.2 mL of cultured media). Tu-
mor cells are also transcranially implanted (ortho-
tropic inoculation, 105 monodispersed cells) into the
brain cortex. One month after the intracerebral inoc-
ulation, the experimental rat develops a tumor nod-
ule (0.5 cm in diameter) on the cortical surface of
the brain, which often protrudes through the skull.
The left heart ventricle of the inoculated rat develops
neurological clinical signs 40 days postinoculation
owing to the development of brain metastases. A his-
tological examination demonstrates that brain me-
tastases are multifocally disseminated within the
brain. The inoculation procedures are performed un-
der anesthesia with the ketamine cocktail described
above.
3. Results and Discussion
Photoacoustic images of a tumor-bearing rat brain
are acquired ex vivo (Fig. 2) with the rat’s scalp re-
moved. At the bottom of Fig. 2(a) an open-skull pho-
tograph of the rat brain shows a tumor in the
cerebellum. The tumor area at the top left of the
photograph appears darker than the other parts of
the brain cortex. A vibrotome histological section of
the tumor, which illustrates tumor hypercellularity
and an abundant array of tortuous irregular dis-
torted vessels, is shown at the top of Fig. 2(a). The
photoacoustic images of the rat cerebellum detected
by the 3.5- and 10-MHz transducers are shown in
Figs. 2(b) and 2(c), respectively: The global images of
the brain are shown at the bottom, and the corre-
sponding close-up images of the tumor are shown at
the top. In previous PAT experiments, photoacoustic
images of tumor-free brains showed well-defined
symmetrical vascular architecture in both cortical
hemispheres. We believe that the detected photo-
acoustic signals originate primarily from superficial
cerebral veins, sagittal sinus veins, transverse sinus
veins and their tributaries, and tumor neovascular-
ization. In a comparison of the photograph with the
photoacoustic images shown in Fig. 2, PAT reveals
the vascular architecture associated with the tumor-
igenesis, which is different from that of a normal
brain image. The well-vascularized tumor in the pho-
toacoustic images exhibits dense dark spots or stripes
that represent strong photoacoustic sources from the
irregular vessels of angiogenesis, in which the hemo-
globin strongly absorbs the laser light. In other
words, the normal vascular architecture in the
tumor-occupied area is replaced by the newly formed
irregular and distorted vessels. The density of the
capillaries in the tumor area is also higher than in the
normal brain. In summary, tumors exhibit two obvi-
ous peculiarities in their vascular structures in the
photoacoustic images: a distorted irregular vascular
system and an increased density of vessels. The his-
tology confirms that the cerebellar tumor is well vas-
cularized and the presence of a hemorrhagic
parenchyma. Both of these factors lead to an in-
creased hemoglobin concentration and subsequently
to strong photoacoustic signals.
The photoacoustic images acquired with the 3.5-
and 10-MHz transducers both show the main vascu-
lature and vessel ramifications with good image qual-
ity but with different spatial resolutions. The
photoacoustic signal detected by the 3.5-MHz trans-
ducer is stronger; consequently, the corresponding
image has a better signal-to-noise ratio, and the vas-
cular structure looks more obvious. The image ac-
quired with the 10-MHz transducer has higher image
resolution, and the subtle vessels are more distinct.
Although angiogenesis and distorted vasculature are
evident in both the histology and the close-up photo-
acoustic images, the geometrical shapes of the vessels
in the histology differ from those in the photoacoustic
images for the following two reasons: First, the ori-
entations of the histologic cross section and the im-
aged layer are not identical. Second, the histology is
from a 5-m-thick cross section of the rat brain,
whereas the photoacoustic images are from a layer of
4 mmthickness.13
Figure 3 presents an in vivo photoacoustic image of
the brain of a living rat with a tumor on its left frontal
hemisphere. The image was noninvasively acquired
with a 10-MHz ultrasonic transducer. The original
photoacoustic image is shown at the left in Fig. 3, and
a close-up image of the tumor area is shown at the
bottom right. After the experiment, the rat was sac-
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rificed and its scalp stripped for comparison of the
anatomy of the rat brain (shown at the top right in
Fig. 3) with the photoacoustic images. The tumor-
associated vasculature distortion can easily be recog-
nized on the photoacoustic image. In the tumor-free
area of the brain cortex, the vessel branches exhibit a
normal distribution. However, in the tumor area, the
normal vascular architecture is seriously distorted by
the growing new blood vessels. The close-up image of
the tumor area clearly shows the vascular distortion
inside and around the tumor. The abnormal vessels
that were owing to angiogenesis surround and feed
the tumor. This type of tumoral vascular structure
under the skin and skull can be clearly imaged non-
invasively by PAT.
Figures 4(a) and 4(b) show two in vivo photoacous-
tic images, acquired noninvasively with the 3.5- and
20-MHz ultrasonic transducers, respectively, of the
brain of another living rat with tumors in its left
frontal hemisphere. Two close-up photoacoustic im-
ages of the tumors are shown in Fig. 4 as well. The
images are compared with the open-skull photograph
of the rat brain [Fig. 4(c)], which was taken after the
photoacoustic imaging experiment. In the left frontal
hemisphere the normal vascular distribution was se-
riously distorted. Besides the tumor-associated
Fig. 2. Comparison of a photograph of a tumor-bearing rat brain and several photoacoustic images. (a) Bottom, photograph of the
open-skull rat brain, showing a tumor in its cerebrum; top, histology of the cerebellar tumor. T, tumor; FT, fissure transversa; C,
cerebellum; V, blood vessels; H, partial view of the cerebral hemisphere. Photoacoustic images of the rat brain and close-up images of the
tumor acquired with (b) a 3.5-MHz ultrasonic transducer and (c) a 10-MHz ultrasonic transducer.
Fig. 3. Left, in vivo photoacoustic image of a rat brain containing
a tumor in its left cerebral hemisphere cortex acquired with a
10-MHz ultrasonic transducer. Bottom right, close-up photoacous-
tic image of the tumor. Top right, photograph of the rat brain
through the skull where the scalp was stripped after photoacoustic
imaging. MF, median fissure; V, blood vessels; T, tumor; E, eyes.
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irregular and distorted vessels, the hemorrhagic in-
filtration of the parenchyma is more evident in the
tumor area of this rat. Because vessels in developing
tumors are more permeable than those in normal
tissue, blood can leak into the tumor’s parenchyma,
which also contributes to an increase in optical ab-
sorption in the tumor. We attribute the observed pho-
toacoustic imaging patterns to the leaky nature of the
tumor vessels, which contain wide interendothelial
junctions, an incomplete or absent basement mem-
brane, and large numbers of transendothelial chan-
nels.19,20 The photoacoustic images acquired with
both the 3.5- and the 20-MHz transducers disclose
the distorted vasculature associated with the tumor-
igenesis, but the two images present different char-
acteristics. In the close-up image acquired with the
3.5-MHz transducer, the vessels exhibit solid,
blurred contours, whereas in the close-up image ac-
quired with the 20-MHz transducer the vessel con-
tours are better delineated.
4. Conclusion
Photoacoustic tomography can be used to detect tu-
mors in rat brains by imaging of the tumor-related
vasculature and the tumor’s parenchymal imbibition
of blood. The image resolution and contrast are good
enough to resolve the vessels in the brain; therefore a
tumor associated with angiogenesis can be diagnosed
reliably. PAT is suitable for monitoring tumor
growth, angiogenesis, and antiangiogenic therapy in
experimental carcinogenesis on animal models. This
noninvasive technology allows for monitoring the
same animal at multiple times as well as reducing
the individual variability and the number of experi-
mental animals required.
This study is sponsored by the National Institutes of
Health (grants R01 NS46214-01 and R01 EB000712).
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